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Abstract The twin Solar Terrestrial Relations Observatory (STEREO) space- 
craft reached a separation angle of 180° on 6 February 2011. This provided 
a unique opportunity to test the intercalibration between the Sun-Earth Con- 
nection Coronal and Heliospheric Investigation (SECCHI) telescopes on both 
spacecraft for areas above the limb. So long as the corona is optically thin, at 180° 
separation each spacecraft sees the same corona from opposite directions. Thus, 
the data should appear as mirror images of each other. We report here on the 
results of the comparison of the images taken by the inner coronagraph (COR1) 
on the STEREO Ahead and Behind spacecraft in the hours when the separation 
was close to 180°. We find that the intensity values seen by the two telescopes 
agree with each other to a high degree of accuracy. This validates both the 
radiometric intercalibration between the COR1 telescopes, and the method used 
to remove instrumental background from the images. The relative error between 
COR1-A and COR1-B is found to be less than 10 -9 B/Bq over most of the field- 
of-view, growing to a few x ICC 9 B/B & for the brighter pixels near the edge of 
the occulter. The primary source of error is the background determination. We 
also report on the analysis of star observations which show that the absolute 
radiometric calibration of either COR1 telescope has not changed significantly 
since launch. 

Keywords: Instrumental effects; Corona 


1. Introduction 

Since the launch of the twin Solar Terrestrial Relations Observatory (STEREO) 
(Kaiser et al ., 2008) spacecraft on 26 October 2006, and their subsequent injec- 
tion into separate heliocentric orbits, the two spacecraft have been slowly drifting 
apart from Earth in opposite directions at approximately 22?5 per year, and thus 
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Figure 1. Orbital positions of the STEREO Ahead (A) and Behind (B) spacecraft at 14:30 UT 
on 6 February 2011, when the separation angle reached 180°. Positions are plotted in Helio- 
centric Earth Ecliptic (HEE) coordinates, in Astronomical Units (AU). The orbital paths of 
the inner planets are also shown, including a small part of the orbit of Mars. 
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from each other at ~45° per year. On 6 February 2011, about four years after he- 
liocentric orbital injection, the separation between the two STEREO spacecraft 
reached 180° (Figure 1). One of the major effects of reaching 180° separation is 
that, when combined with simultaneous images from the Atmospheric Imaging 
Assembly (AIA) (Lemen et al., 2011) on the Solar Dynamics Observatory ( SDO ), 
it allows the first-ever view of the entire Sun (Figure 2). The ability to view the 
entire Sun will persist for several years, with a hiatus of several months in 2015 
when the STEREO spacecraft will be out-of-contact on the far side of the Sun. 
In May 2019, the spacecraft will be once again separated by 180°, when their 
positions will be essentially reversed from that of Figure 1, with STEREO Ahead 
on the left and STEREO Behind on the right. After May 2019 it will no longer 
be possible to observe the entire Sun; there will be a unobserved area on the 
solar far side which will grow as the two spacecraft approach Earth. 

Another important effect of reaching a separation of 180° is that it serves as a 
unique opportunity to test the intercalibration above the limb of the sun-pointed 
telescopes of the Sun-Earth Connection Coronal and Heliospheric Investigation 
(SECCHI) instrument package (Howard et al., 2008). So long as the corona 
is optically thin, at 180° separation each spacecraft sees the same corona from 
opposite directions. Thus, the data should appear as mirror images of each other. 
We report here on the results of the comparison of the images taken by the inner 
coronagraph (COR1) on the STEREO Ahead (CORl-A) and Behind (COR1-B) 
spacecraft in the hours when the separation was close to 180°. 

The importance of deriving an absolute radiometric calibration for the COR.l 
telescopes cannot be overstated. Absolute brightnesses are needed to convert the 
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Figure 2. Example synoptic map covering the full solar surface generated from a combination 
of images in the Helium II emission line at 304 A from STEREO-Behind (left side of map), 
SDO (middle), and STEREO- Ahead (right), all taken near 00:00 UT on 10 March 2011. 


data into electron densities, and thus derive the physical properties of the solar 
features under study. One particular area of study where the cross calibration 
between COR1-A and COR1-B, and with other coronagraphs, is especially im- 
portant is the tomographic reconstruction of coronal streamers. Kramar et al. 
(2009) apply rotational tomography to COR1-B data to derive electron densities 
in the streamer belt for Carrington rotations 2058 and 2066, and compare their 
results to a potential-field source surface model. A more detailed comparison of 
the same data to an MHD model is presented by Airapetian et al. (2011). Butala 
et al. (2010) apply an innovative dynamic tomography technique to both COR1- 
A and COR1-B data, and compare the results from each spacecraft. Efforts 
are underway by several groups to derive tomographic reconstructions using 
simultaneous observations from multiple viewpoints, combining STEREO data 
with those from other coronagraphs. A special campaign (http://soho.nascom. 
nasa.gov/soc/JOPs/jop224. pdf) was run with SOHO / LASCO (Brueckner et al., 
1995) from 27 September to 27 October 2009, when the separation angle of 
both STEREO spacecraft with Earth was close to 60°, a geometry particularly 
favorable for joint tomography. 


2. COR1 Calibration 

There are several quantities which affect the intercomparison of the COR1-A 
and COR1-B data. First of all, one needs to know the radiometric calibration of 
each telescope. This was originally determined using observations of the planet 
Jupiter in 2007 and 2008 (Thompson and Reginald, 2008). Any changes in the 
instrumental response over time can be tracked by measuring the brightnesses of 
the occasional stars which pass through the COR1 field-of-view. A program is in 


SOLA: corl_180.tex; 19 April 2011; 16:01; p. 3 


Regulus 

200 1 x * >**x 

150 
100 
50 
0 


73 lam Aqr 

X % ^KXXX 


Zubenelgenubi 

80 r — ’ ’ — ’ — ~ 

60 % XK 

40 

20 

0 . . _ 


50 
40 
30 
20 
10 
0 . 


Zavijava 


Wasat 


Asellus Aus. 


1 Gem 



43 kap Lib 


32 nu 1 Sgr 


XfX 


07 08 09 10 11 
Year 


40 
30 
20 
10 
0 . 


fit! 


10 omg 2 Sco 




15 ups Cap 



07 08 09 10 11 
Year 



71 eps Psc 


47 rho Leo 


* 


XX 


23 tht Cap 



07 08 09 10 11 
Year 



07 08 09 10 11 
Year 


Figure 3. Relative brightnesses as a function of time of 16 stars observed by both the COR1-A 
(red) and COR1-B telescopes. 


place to identify and track stars visible in COR1 data. A total of 55 separate stars 
have been identified as appearing in either COR1-A or COR1-B images, with 
most appearing in both telescopes. Figure 3 shows the observed brightnesses of 
16 well-observed stars. It’s quite evident that there are no consistent trends in 
the star brightnesses, and that the COR1-A and COR1-B measurements agree 
quite well. The data are in nominal units of 10 -9 B/Bq\ however, these units 
are not meaningful when applied to stars. On 19 April 2009, the COR1 binning 
on both spacecraft was increased to bring down 512x512 images instead of the 
previous 1024x1024 images. Star brightnesses after this date are adjusted by 
a factor of 4 to take the different binning size into account. Some of the star 
brightnesses (e.g. Regulus) show a slight increase (4-6%) after the change in 
binning, as well as an increase in the statistical uncertainties for all stars. 

It’s also important to know the precise telescope pointing to be able to do a 
pixel-by-pixel comparision between the two telescopes. The pointing of COR1- 
B was established from observations of the Moon as it transited the Sun on 
24 February 2007, while the same was done for COR1-A using observations of the 
bright star A-Aquarii a few days later (Thompson and Reginald, 2008). The same 
star observations discussed above for monitoring the radiometric calibration are 
also used to track the stability of the pointing calibration. 
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Figure 4. Demonstration of the improvement Top panels: Traces through the center of the 
COR1 instrument flat fields as implmented in 2007 (dashed) and 2009 (solid). The July 2009 
flat field corrections cut off below a factor 0.01 to avoid runaway data within the occult er 
shadow. Bottom panels: Ratios of data from top panels, showing the substantial improvement 
at the edge of the occulter, with little change elsewhere. 


Another important quantity is the instrumental flat field. The COR1 flat field 
is derived from observations using an opal window built into the aperture door 
(Thompson and Reginald, 2008). Most of the COR1 field-of-view is unvignetted, 
and the flat field in these regions is very close to unity. However, the areas close 
to the edge of the occulter or field stop are strongly vignetted, and a substantial 
correction factor needs to be applied in these regions. In July 2009 the data 
used to derive the COR1 flat field images were reanalyzed to take into account 
a small amount of scattered light which appears in the door-closed images. This 
resulted in signficant changes to the flat field correction in the most occulted 
regions, but little change elsewhere, as demonstrated in Figure 4. With the 2007 
version of the flat field, the maximum correction was a factor of ~20 in the most 
vignetted regions. The new flat fields increases this correction to a maximum 
of 100. Corrections larger than 100 are not made to avoid data runaway in the 
totally occulted regions. These new flat field corrections were implemented in 
SolarSoft (Freeland and Handy, 1998) on 27 July 2009. 

Finally, one must also be able to dependably remove the instrumental back- 
ground. Since the COR1 front objective is exposed to direct sunlight, the data 
are dominated by scattered light which needs to be removed to isolate the actual 
signal for the K-corona. Thompson et al. (2010) describes the method used to 
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derive the time-dependent instrumental backgrounds, based on a combination 
of monthly minima and calibration roll data. 

The 180° separation of the spacecraft on 6 February 2011 marks the first 
time that the data from the COR1-A and COR1-B telescopes can be directly 
compared since early 2007 when both spacecraft were still close to Earth. The 
question naturally arises whether the calibration has been maintained in the 
intervening four years. We test this below by applying the standard SECCHI 
analysis software, which incorporates all of the above calibration factors, to data 
from both COR1 telescopes and see how well they compare. 


3. Data Reduction 

The two STEREO spacecraft passed the 180° separation mark in ecliptic lon- 
gitude at 17:08 UT on 6 February 2011. However, this way of measuring the 
separation does not take into account the slight inclination of the spacecraft 
orbits to the ecliptic plane. A more precise treatment uses the three-dimensional 
heliocentric separation angle, which by definition is always < 180°. For STEREO, 
the maximum separation was 179?7, which occurred a few hours earlier at 
14:30 UT. This small difference from exactly 180° is not enough to be significant. 

The standard COR1 observation takes a sequence of images with the internal 
polarizer set at 0°, 120°, and 240°. We selected a four hour window between 12:30 
and 16:30 UT, centered on the time of maximum separation at 14:30 UT. Since 
the COR1 cadence was 5 minutes, this gives us a toal of 49 polarizer sequences to 
analyze for both spacecraft. We first processed the data through the Solar Soft 
routine SECCHI_PREP, using the keywords /CALROLL to select the background 
images based on a combination of calibration roll and monthly minima, and 
/INTERPOLATE to interpolate the backgrounds which are calculated every 10 
days. Special calibration rolls were performed on both spacecraft on dates close 
to 6 February 2011 specifically to assist in STEREO-A/B cross-calibration. The 
calibration roll for STEREO-Ahead was performed on 1 February, and the cor- 
responding roll for Behind was performed on 8 February. It was fortunate that 
these rolls were performed when they were, because the COR1-A background 
jumped up suddenly on 11 February 2011 when a small piece of dust landed on 
the front objective. Thus, only data prior to this event can be used to derive 
backgrounds to apply to the data taken on 6 February. 

After processing through SECCHI_PREP, the data taken at each polarizer po- 
sition were averaged separately to reduce the noise, and the resulting three 
images were analyzed to derive the total brightness ( B ) and polarized bright- 
ness (pB). This was done using the SolarSoft routine C0R1_FITP0L which sup- 
presses spurious pB signals due to noise compared to the method implemented 
in SECCHI_PREP (Thompson et al., 2010). 

Figure 5 shows the resulting B and pB images for both spacecraft. Theoret- 
ically, the COR1-A and COR1-B data should be mirror images of each other. 
This is more true for pB than for B. Since pB is determined from differences 
between the images at the various polarization positions, it is less sensitive than 
B to small errors in the background subtraction. The arrow points to a region 
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Figure 5. Total brightness (top panels) and polarized brightness (bottom panels) images for 
COR1-A and COR1-B averaged over four hours centered on the time of maximum separation 
at 14:30 UT on 6 February 2011. The white circles represent the position of the Sun behind the 
occulter. The arrow marks a region where there is a known problem in the COR1-A unpolarized 
background subtraction. 


where the COR1-A background has significant temporal evolution, and thus 
is problematic when deriving B (Thompson et al . , 2010). The strength of this 
feature may be aggravated by the fact that the COR1-A background changed 
suddenly on 11 February, making the interpolation of the background somewhat 
less reliable. There is also a region near the north pole where the COR1-B B 
image is distorted by small features on the field lens (Thompson and Reginald, 
2008). These features do not appear in pB\ therefore, we will concentrate on 
comparing pB from COR1-A and COR1-B in the remainder of the analysis. 

Figure 6 shows the pB data from Figure 5 resampled into a polar grid of 
solar radii versus position angle. This facilitates a pixel-by-pixel comparison 
between the telescopes. Since theory predicts that the COR1-B image should be 
a mirror-image of that of COR1-A, this has been taken into account by reversing 
the COR1-B position angle. Because the Sun is not centered behind the COR1 
occulters, the occulter edge for each spacecraft appears as a sinusoidal shape in 
Figure 6. 

Since the data in Figure 6 are co-aligned, one can directly compare the COR1- 
A brightnesses with those from COR1-B. Figure 7 shows the correspondence 
between the two telescopes for all pixels above a brightness of 10 -1 ° B/Bq. It’s 
quite evident that the brightnesses are well correlated. For more than 88% of the 
points in Figure 7, the brightness difference between the two COR1 telescopes 
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Figure 6. Polarized brightness data from Figure 5 resampled into a polar representation. The 
position angle for COR1-B has been reversed to reflect the expected mirror-image nature of 
the data. 


is less than 10 -9 B/Bq] brighter pixels near the occulter edge have differences 
of a few x 10 -9 B/Bq. 

A more direct comparison of the COR1-A and COR1-B data appears in Fig- 
ure 8 which shows azimuthal traces of the brightnesses for several heights from 
1.7-3. 5 Rq, averaged between the limits shown in the figure. As in Figure 6, the 
COR1-B position angles are reversed to allow comparison with COR1-A. The 
same coronal features are clearly evident in both telescopes at all heights. The 
background determination method forces the estimated brightnesses in the polar 
coronal hole regions to be close to zero (Thompson et al . , 2010); this is a known 
limitation of the COR1 background processing. 

Figure 9 shows radial scans along several representative streamers, averaged 
over the range of position angles shown in the figure. The radial profiles of 
each streamer matches well in both telescopes. The largest differences of a 
few x 10 -9 B/Bq are seen in the streamer at 240°, as can also be seen in 
Figure 8. Some differences between COR1-A and COR1-B can also be seen 
at large radial distances for the streamer at 320°; however, the brightnesses are 
quite faint in this part of the streamer. 


4. Conclusions 

The 180° separation between the two STEREO spacecraft on 6 February 2011 
afforded a unique opportunity to check the cross calibration between the tele- 
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Figure 7. Scatter map between COR1-A and COR1-B pB values. The brightness is propor- 
tional to the number of pixels in that bin. The dashed line is for a theoretical one-to-one 
relationship. 


scopes on each spacecraft. The previous time that such a direct comparison 
was possible was in early 2007 when both spacecraft were still close to Earth. 
The excellent agreement between COR1-A and COR1-B at 180° separation 
demonstrates that the relative radiometric calibration has not changed in the 
intervening four years. Monitoring of star brightnesses also show no change in 
the radiometric calibration of either COR1 telescope, and rules out the remote 
possibility that the calibrations of the two telescopes were changing in unison. 

The COR1 instrumental backgrounds are quite different between the 
STEREO-Ahead and Behind spacecraft. The backgrounds also change with time 
due to a number of causes. First, there is a periodic background change due 
to the changing orbital distance. Since the orbit of STEREO-Behind has a 
higher eccentricity than that of STEREO-Ahead , this effect is more noticeable 
for COR1-B than for COR1-A. Second, there are also sporadic changes due to 
new particles adhering to the objective lens of each telescope. Since the COR1 
objectives are exposed to full sunlight, even small particles can have a significant 
effect on the instrumental background. Finally, there is a slowly growing feature 
in the COR1-A background which is not yet understood (Figure 5); fortunately, 
this feature is unpolarized, and has no effect on pB. 

A previous publication (Thompson et al., 2010) outlined the procedure used to 
track the changes in the COR1 backgrounds. The excellent agreement between 
COR1-A and COR1-B at 180° separation also validates the method used to 
derive the instrumental backgrounds. The method is known to overcorrect in 
the polar coronal hole regions, but the present work demonstrates that streamer 
brightnesses are quite robust. The relative error between COR1-A and COR1-B 
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Figure 8. Polarized brightness values as a function of position angle for selected heights for 
COR1-A (red) and COR1-B (blue). The position angles for COR1-B are reversed. 
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Figure 9. Polarized brightness values as a function of elevation along several representative 
streamers for COR1-A (red) and COR1-B (blue). The position angles for COR1-B are reversed. 


is found to be less than 10~ 9 B/Bq over most of the field-of-view, growing to 
a few x 10 -9 B/Bq for the brighter pixels near the edge of the occulter. The 
primary source of error is in the time-dependent background determination, 
which cancels out in running-difference or base-difference images. 
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